[Contrast and exposure in xeroradiography (author's transl)].
Systematic sensitometric measurements of xero-radiographs were carried out and compared with ordinary X-ray films. The effect of kilovoltage and exposure on image contrast and resolution was investigated; optimal exposure and kilovoltage were sought and sources of loss of information are pointed out.